
 ID Tox21_111697         Plate FDA-plate1     Well P1-J-15    File ....00159473-02.D    Inj Date: 30 Jan 10  10:39 am -  MF C12H16NF3     MW 231.1     Expected Conc: 3.00 mM
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  RT   Found  ELS%  UV %  ELS[mg/mL]  Adj[ELS]  [N mM]   Adj[CLN]  #N

 1.01   Yes    0.0   0.0                       2.73 mM   2.73 mM  1.0

Comment: failed-wrong method-not detected in either purity detector but looks good by CLND and MS
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